[Comparison of 11 electrochemical detectors used in high performance liquid chromatography].
Electrochemical detection is more and more frequently used in clinical chemistry. The performances of eleven detectors (sensitivity stability, limit of detection, figure of merit) have been compared. There is a large variation in results for sensitivity and figure of merit, but all of these detectors seem stable and reproducible.